Abstract-A wearable surgical navigation system is developed for intraoperative imaging of surgical margin in cancer resection surgery. The system consists of an excitation light source, a monochromatic CCD camera, a host computer, and a wearable headset unit in either of the following two modes: head-mounted display (HMD) and Google glass. In the HMD mode, a CMOS camera is installed on a personal cinema system to capture the surgical scene in real-time and transmit the image to the host computer through a USB port. In the Google glass mode, a wireless connection is established between the glass and the host computer for image acquisition and data transport tasks. A software program is written in Python to call OpenCV functions for image calibration, co-registration, fusion, and display with augmented reality. The imaging performance of the surgical navigation system is characterized in a tumor simulating phantom. Image-guided surgical resection is demonstrated in an ex vivo tissue model. Surgical margins identified by the wearable navigation system are co-incident with those acquired by a standard small animal imaging system, indicating the technical feasibility for intraoperative surgical margin detection. The proposed surgical navigation system combines the sensitivity and specificity of a fluorescence imaging system and the mobility of a wearable goggle. It can be potentially used by a surgeon to identify the residual tumor foci and reduce the risk of recurrent diseases without interfering with the regular resection procedure.
INTRODUCTION
Despite the recent therapeutic advances, surgery remains a primary treatment option for many diseases such as cancer. Accurate assessment of surgical resection margins and early recognition of occult diseases in a cancer resection surgery may reduce the recurrence rates and improve the long-term outcomes. However, many existing medical imaging modalities focus primarily on preoperative imaging of tissue malignancies but fail to provide surgeons with real-time and diseasespecific information critical for decision-making in an operating room. Therefore, it is important to develop surgical navigation tools for real-time detection of the surgical resection margins and accurate assessment of the occult diseases. Clinical significance of intraoperative surgical navigation can be exemplified by the inherent problems in breast-conserving surgery (BCS). BCS is a common method for treating early stage breast cancer. 21 However, up to 30-60% patients after BCS require a re-excision procedure that delays the postoperative adjuvant therapies, increases patient stress, and yields suboptimal cosmetic outcomes. 20 The high re-excision rate is partially due to the failure to obtain clean margins, which can subsequently lead to increased local recurrence rates. 6 The current clinical gold standard for surgical margin assessment is histopathology analysis of biopsy specimens. However, conventional histopathology analysis procedure is time-consuming, costly, and hard to provide real-time imaging feedback in the operating room. In addition, this procedure only evaluates a small fraction of resected surgical specimen and therefore may miss the residual cancer cells owing to specimen sampling errors. In some instances, the residual tumor foci unrecognized during BCS may be further developed into the recurrent disease. 5 In this regard, developing an intraoperative surgical navigation system may help the surgeon to identify the residual tumor foci and reduce the risk of recurrent diseases without interfering with the regular surgical procedures.
In the past, optical imaging has been explored for surgical margin assessment in various medical conditions such as tumor delineation, 2, 4, 8 lymph node mapping, 18, 19 organ viability evaluation, 7 tissue flap vascular perfusion assessment during plastic surgery, 15 necrotic boundary identification during wound debridement, 1, 17 breast tumor characterization, 22 chronic wound imaging, 23 and detection of iatrogenic bile duct injuries during cholecystectomy.
14 However, these imaging systems are not wearable devices. Therefore, they cannot provide a natural environment to facilitate intraoperative visual perception and navigation by the surgeon. Recently, fluorescence goggle systems have been developed for intraoperative surgical margin assessment. 10, 12 These goggle systems integrate excitation light source, fluorescence filter, camera, and display in a wearable headset, allowing for intraoperative evaluation of surgical margins in a natural mode of visual perception. However, clinical usability of these goggle systems is suboptimal, owing to several design limitations. First of all, these goggle navigation systems integrate multiple opto-electrical components in a bulky headset that is inconvenient to wear or take off. The headset significantly reduces the surgeon's manipulability, blocks the surgeon's vision, and may even cause iatrogenic injury owing to visual fatigue or distraction. Second, current efforts to reduce the headset weight, such as replacing a CCD camera with a miniature CMOS camera, may sacrifice imaging sensitivity and dynamic range required for fluorescence detection of cancerous margin. Finally, using a headmounted light source to provide fluorescence excitation may result in poor illumination conditions vulnerable to many imaging defects, such as insufficient light intensity for fluorescence imaging in the specific region of interest, non-uniform illumination, motion artifact, and specular reflection. In order to overcome these limitations, we propose a wearable surgical navigation system that combines the high sensitivity of a stationary fluorescence imaging system and the high mobility of a wearable goggle device. The concept of this wearable surgical navigation system is illustrated in Fig. 1 . As the surgical site is illuminated by a handheld excitation light source, fluorescence emission from the disease is collected by a stationary CCD camera through a long pass filter. The resultant fluorescence image of the surgical margin is transmitted to a host computer. In the meantime, a miniature CMOS camera is installed on the wearable headset unit to monitor the surgical site and transmit the surgical scene images to the computer host. The surgical scene images are fused with the surgical margin images and sent back to the wearable headset unit for display. The wearable surgical navigation system is implemented in two operation modes. In the first mode, a Google glass device captures the surgical scene images and communicate with the host computer wirelessly. In the second mode, a miniature camera installed on a head-mounted display (HMD) device captures the surgical scene and transmit the image data to the host computer through a USB port. Co-registration between the surgical margin and the surgical scene images is through four fiducial markers placed within the surgical scene.
MATERIALS AND METHODS

Hardware Design for the Surgical Navigation System
The major hardware components of the proposed surgical navigation system include a MV-VEM033SM monochromatic CCD camera (Microvision, Xian, China) for fluorescence imaging, a FU780AD5-GC12 laser diode (FuZhe Corp., Shenzhen, China) for excitation illumination at 780 nm, and a wearable headset unit comprising either a HMD device or a Google glass. In the HMD mode, an ANC HD1080P CMOS camera (Aoni, Shenzhen, China) is installed on a PCS personal cinema system (Headplay, Inc., Los Angeles, CA) to capture the surgical scene images. In the Google glass mode, the build-in CMOS camera in the Google glass (Google Labs, Mountain View, CA) captures the surgical scene images. The excitation light of 780 nm is delivered to the surgical site by an optical fiber. A beam expander further expands the illumination area up to 25 cm 2 . To leave adequate space for surgical operation and ensure sufficient level of fluorescence emission without irreversible photobleaching or tissue thermal damage, the excitation light source is placed 7 cm away from the surgical site, with its fluence rate controlled between 8 and 50 mW/cm 2 . The CCD camera and the CMOS camera are used to acquire the fluorescence and the surgical scene images respectively at a resolution of 640 9 480 pixels and a frame rate of 30 frames per second (fps). The CCD camera uses a one-fourth inch monochrome CCD sensor with a dynamic range of 10 bits. An FBH800-10 800 nm long pass filter (Thorlabs Inc., Newton, NJ) is mounted in front of the CCD camera to collect fluorescence emission in the near infrared wavelength range. The CCD camera is installed 40 cm above the surgical site. A desktop computer is used to synchronize all the image acquisition, processing, transferring, and display tasks.
Navigation Strategy for the Surgical Navigation System
A multi-step co-registration strategy is implemented for seamless fusion of the tumor margin images with the surgical scene. To facilitate adequate co-registration between the fluorescence images acquired by the stationary CCD camera and the surgical scene images acquired by the wearable headset unit, four black fiducial markers are placed around the designated surgical site. Before navigation, the surgical site is imaged by the CCD camera with and without a fluorescence filter so that the coordinates for fluorescence imaging can be calibrated with respect to these fiducial markers. During navigation, the fluorescence and the surgical scene images are concurrently transmitted to the host computer for further processing.
For both the HMD and the Google glass navigation systems, the image acquisition and processing tasks are carried out by a custom program implemented in Python programming language that calls the OpenCV functions. A find and locate specific blob method (FLSBM) as illustrated in Fig. 2 determines the coordinates of the tumor margin and the surgical scene by the following steps 21 : find the block connected areas in the image 20 ; encircle each block by an rectangular box with internal ellipse 6 ; generate a normalized circle for each elliptical area through rotation and resizing 5 ; segment each block area into 50 9 50 normalized picture 8 ; subtract the normalized picture in Ref. 5 by a standard circular picture to get different pixel numbers (DPNs) 4 ; define a DPN threshold to classify each block into the marker and the non-marker areas. The above steps are repeated for each of the block connected areas until all the four fiducial markers are identified and sorted to form a quadrangle. The four vertices of the quadrangle define the specific perspective whose coordinates can be obtained by geometric calculation. After that, an OpenCV function, getPerspectiveTransform, is used to transform the perspective of the stationary fluorescence camera to that of the wearable headset unit (i.e., the surgeon's perspective). The transformed fluorescence image is then co-registered and fused with the surgical scene image. The image fusion is then transmitted back to the wearable headset unit for display. For surgical navigation performed in the Google glass mode, augmented reality is achieved by seamless registration of the Google glass display with the surrounding surgical scene perceived by the surgeon in reality.
Real-time display of the image fusion to the HMD device is relatively easy since the HMD device is connected to the host computer via a USB port and serves as an external monitor. In comparison, data transport between the Google glass and the host computer needs more programming efforts. In general, a Google glass communicates with a host computer in the following three ways: Bluetooth, Wi-Fi, and USB port. Considering that USB communication requires a physical cable and Bluetooth communication has speed and distance limitations, we choose to use Wi-Fi connection for data transport between the Google glass and the host computer. Figure 3 shows the flow chart for the Wi-Fi communication protocols from both the Google glass side and the host computer side. First, a wireless network connection is established between the Google glass and the host following the transmission control protocol (TCP). 9 The host keeps broadcasting synchronization (SYN) packets that contain its IP and aim at a special port (Port A) upon advanced agreement with the Google glass. The Google glass monitors the incoming packets at Port A. Upon receiving a SYN packet, the Google glass obtains the IP of the host and immediately sends an acknowledgment packet (ACK) (which includes the IP of the Google glass) to Port B of the host. As the host receives ACK packet and extracts the IP, it sends an ACK packet back to the Google glass to confirm the successful establishment of the network connection between the host and the Google glass. It is worthwhile to note that this network connection will not be interfered by the neighboring wireless devices since these devices do not respond to the SYN packets in the same way as the glass and the host. Once the network connection is established, the TCP/IP protocol is implemented for communication between the glass and the host. The communication functionality of the Google glass is realized by two concurrent threads: the receiving thread and the sending thread. In the sending thread, a camera entity responsible for capturing live images is declared. The captured frame preview is first compressed by the JPEG image compression algorithm and then transmitted to the host through the sending socket. The JPEG format is chosen because of its high compression ratio (up to 15:1) and good imaging quality after reconstruction. In the receiving thread, the Google glass keeps receiving packets from the host through a receiving socket. After the Google glass receives all the data for the whole JPEG compressed image, it decompresses and displays the image immediately. The above data transport functions are implemented by Android programming.
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Performance Validation and Optimization for Surgical Navigation Multiple tumor simulating phantoms are developed for validation and optimization of the wearable surgical navigation technique. Indocyanine green (ICG) is mixed with the phantom materials to simulate fluorescence emission from the tumor simulators. ICG is a cyanine dye that has been approved by US Food and Drug Administration (FDA) for fluorescence imaging in many medical diagnostic applications such as ophthalmic angiography and hepatic photometry. 3 Depending on its solvent environment and concentration, ICG varies its absorption peak between 600 and 900 nm, and emission peak between 750 and 950 nm. In aqueous solution at low concentration, ICG has an absorption peak at around 780 nm and an emission peak at around 820 nm. Accordingly, a laser diode of 780 nm and a long pass filter of 800 nm are used for surgical navigation setup.
To prepare the tumor simulators, 2.1 g of agaragar, 0.28 g of titanium dioxide (TiO 2 ), and 4.9 mL of glycerol are mixed with distilled water to make a 70 mL volume. The mixture is heated up to 95°C for approximately 30 min on a magnetic stirrer with a high power setting and then cooled down. As the mixture temperature drops down to 65°C, 0.008 mg of ICG is dissolved in distilled water and added to the mixture to make a total volume of 70 mL. The mixture is then maintained at 65°C with continuous stirring to prevent sediment of TiO 2 . By injecting this tumor simu- lating mixture in agar-agar gel and chicken tissue respectively, we have developed both a solid phantom model and an ex vivo tissue model for design optimization of the surgical navigation system and feasibility testing of the image-guide tumor resection technique. A cylindrical agar-agar gel phantom of 1 cm thick is used to study the co-registration accuracy between the fluorescence image and the surgical scene image, as shown in Fig. 4a . The tumor simulating material is injected in four cavities on one side of the agar-agar gel phantom, simulating a set of four solid tumors. The fluorescence image of the tumor margin and the surgical scene image are co-registered and fused following the algorithm described before. As shown in Fig. 4b , a large positional offset exists for the fused fluorescence image, indicating a major co-registration error between the projected center of the tumor set and the actual center. This co-registration error is primarily caused by the mismatch between the surgical plane and the reference plane. As illustrated in Fig. 4d , the offset of the projected tumor image from its actual position DL is a function of the surgical plane height Dh, the camera perspective angle h, the camera height H, and the camera horizontal distance L:
The resultant deviation of the tumor set center Dx can be approximated as:
The corresponding co-registration error in the imaging plane of the camera is therefore:
where f is the focal length of the camera. Since L, H, and f are known experimental parameters, the above co-registration error can be corrected as long as the height of the surgical plane is given. In the case of surgical navigation in a three dimensional (3D) scene, surface profiles and geometric features of the surgical cavity can be reconstructed by optical topographic methods such as multiview imaging and structured illumination. 11 The reconstructed surface profiles will define the fiducial marker coordinates with respect to other biologic features and correct the co-registration error. Figure 4c shows the accurately co-registered fluorescence image of the tumor simulator set after the compensation factor Dp is calculated and applied. 
RESULTS
The achievable spatial resolutions of the surgical navigation system in the Google glass mode and the HMD mode are compared using a test pattern as shown in Fig. 5a . The size of the test pattern is 71 mm 9 36 mm, consisting of horizontal and vertical stripes with thicknesses from 0.5 to 4 mm, separated by 0.5-4 mm. Quantitative evaluation of the achievable spatial resolution by the human eye through the navigation system is difficult. Therefore, we use a DMC-GF5XGK camera (Panasonic, Japan) to record the test patterns displayed on the Google glass and the HMD device so that their relative spatial resolutions can be semi-quantitatively evaluated. According to Fig. 5b , the Google glass is able to differentiate the features smaller than 0.5 mm, with a vertical separation greater than 1.5 mm and a horizontal separation greater than 1 mm. According to Fig. 5c , the HMD device is able to differentiate the features smaller than 0.5 mm, with a vertical separation greater than 2 mm and a horizontal separation greater than 1.5 mm. Therefore, under the same illumination condition and the same imaging system configuration, a Google glass is able to differentiate more details than a HMD device.
An ex vivo tumor simulating tissue model as shown in Fig. 6a is used to evaluate the navigation system performance and demonstrate the image-guided tumor resection procedure. The tissue model is made by subcutaneous injection of the tumor simulating material into fresh chicken breast tissue obtained from a local grocery store. Within a few minutes after injection, the liquid mixture is cooled down to form a solid tumor with the designated geometric feature. Augmented reality of the Google glass navigation system is demonstrated by changing the field of view at different positions of the surgical scene and capturing the Google glass display as well as the surrounding surgical scene by the DMC-GF5XGK camera. According to Figs. 6b, 6c, and 6d, the Google glass display seamlessly matches the surrounding surgical scene during navigation. Especially in Fig. 6c , only a portion of the surgical margin is highlighted in the Google glass display but invisible in the surrounding surgical scene, indicating that the Google glass navigation system is able to identify surgical margin in a natural mode of visual perception and with minimal distraction to the routine surgical procedure.
Considering that a surgeon will make frequent motions during a surgical procedure, it is important to optimize the navigation system configuration in order to obtain high quality images of the resection margin without significant ''lagging'' effect. The motion-induced image lagging is evaluated quantitatively in an experimental setup where the motion of a circular tumor simulator placed on a translational linear stage is tracked by the Google glass navigation system. The navigation system is operated at an overall imaging speed of 6 fps. The velocity of the linear stage is controlled from 0 to 6 meters per minute (m/min). An additional camera is placed behind the Google glass to capture the glass display and the background scene at an imaging speed of 30 fps. The position of the linear stage is adjusted carefully so that half of the circular tumor simulator is shown in the glass display. Figure 7 shows the images of the Google glass display and the background scene at different translational velocities. According to the figure, the navigation system is able to track the surgical scene without significant lagging at a translational velocity of less than 1 m/min. However, significant lagging effect will occur when the surgeon's motion velocity is greater than 1 m/min.
Image-guided tumor resection surgeries are carried out in the ex vivo tissue model using the wearable surgical navigation system in both the Google glass mode and the HMD mode. Before resection, the surgical scene is imaged by the stationary CCD camera with and without fluorescence filter. The acquired surgical margin image is transformed, fused with the surgical scene image, and projected to the wearable headset unit for resection guidance. After resection, the surgical cavity is re-examined by the surgical naviga- tion system to identify the residual lesion and guide the re-resection process. By the end of each experiment, the image fusion of the resected tissue specimen and the surgical cavity is compared with that acquired by an IVIS Lumina III small animal imaging system (Perkin Elmer, Waltham, MA). Figure 8 shows the surgical scenes without fluorescence imaging (a), surgical margins with fluorescence image fusion (b), surgical cavity and resected tissue specimen images after resection (c), and IVIS images of the same tissue specimens. The images are acquired by the wearable surgical navigation system in the Google glass and the HMD modes, respectively. These experimental results imply that our wearable surgical navigation system is able to detect the tumor margin with sensitivity and specificity comparable to a commercial fluorescence imaging system.
DISCUSSION
We have developed a wearable surgical navigation system that combines the accuracy of a standard fluorescence imaging system and the mobility of a wearable goggle. The surgical navigation system can be operated in both a Google glass mode and a HMD mode. The performance characteristics of these two operation modes are compared in Table 1 . According to the table, Google glass navigation has several advantages over HMD and is suitable for image-guided surgery in clinical settings.
With the current hardware and software configurations, the Google glass surgical navigation system is able to achieve an overall imaging speed up to 10 fps. Considering that a human visual system is able to process 10-12 separate images per second, this imaging speed is able to generate nearly smooth images of the surgical scene. In order to capture the field of view of the surgeon in real time, we also have to limit the surgeon's locomotion velocity. According to the simulated experimental results, our surgical navigation system is able to track the surgical scene without significant lagging effect if the relative motion between the glass and the surgical scene is controlled slower than 1 m/min. Further improvement in hardware design, communication protocol, and image processing algorithm is required in order to improve the intraoperative guidance in clinical surgery. The wearable surgical navigation system described in this paper can be potentially used to improve the clinical outcome for cancer resection surgery. Possible applications include 21 : identifying otherwise missed tumor foci 20 ; determining the resection margin status for both resected tissue specimens and within the surgical cavity 6 ; guiding the re-resection of additional tumor tissues if positive surgical margins or additional tumor foci are identified; and Holland et al. 5 directing the sampling of suspicious tissues for histopathologic analysis. In addition to cancer surgery, the wearable navigation technique can be used in many other clinical procedures such as wound debridement, organ transplantation, and plastic surgery. The achievable imaging depth of the wearable navigation system is affected by multiple parameters such as tissue type, chromophore concentration, and working wavelength. In general, fluorescence imaging in the near infrared wavelength range may achieve deep penetration in biologic tissue of low absorption. Therefore, an ideal clinical application of the system includes surgical navigation tasks in superficial tissue, such as sentinel lymph node biopsy. The system is not suitable for surgical guidance in thick tissue or tissue of high absorbance, such as liver tumor resection. We have previously demonstrated that fluorescence emission of a simulated bile duct structure embedded 7 mm deep in a tissue simulating phantom can be imaged using ICG-loaded microballoons in combination with near infrared light.
14 Further increase of the imaging depth for the wearable navigation system requires spatial guidance provided by other imaging modalities. 16, 24 Further engineering optimization and validation works are required for successful translation of the proposed navigation system from the benchtop to the bedside. For example, the navigation system needs to be integrated with a topographic imaging module so that 3D profiles of the surgical cavity can be obtained in real-time for the improved co-registration accuracy. In the current experimental setup, four fiducial markers are placed within the field of view of the wearable navigation system for appropriate image co-registration. For clinical implementation in the future, the fiducial markers will be placed on the patient and the surgeon; and a set of stereo cameras will be used to track the relative locations of the surgical scene with respect to the wearable goggle. Furthermore, our current surgical navigation software grabs only the images within the designated window for further processing and display tasks. Therefore, it is technically flexible to integrate the wearable surgical navigation system with other modalities, such as magnetic resonance imaging, positron emission tomography, computed tomography, and ultrasound, for intraoperative surgical guidance in a clinical setting. 
